30-year survival of a McKee-Farrar hip prosthesis--case report and microscopic analysis of bearing surface.
We report a case of a female patient using a McKee-Farrar prosthesis for 30 years, until revision surgery for aseptic loosening. Electron microscopy analysis of bearing surface of the retrieved implant was performed, and the results were presented in comparison with previously published papers.